A large-solid-angle X-ray Raman scattering spectrometer at ID20 of the European Synchrotron Radiation Facility

Huotari, S.

2017-03

http://hdl.handle.net/10138/188614
https://doi.org/10.1107/S1600577516020579

Downloaded from Helda, University of Helsinki institutional repository.
This is an electronic reprint of the original article.
This reprint may differ from the original in pagination and typographic detail.
Please cite the original version.
A large-solid-angle X-ray Raman scattering spectrometer at ID20 of the European Synchrotron Radiation Facility

S. Huotari,a,b* Ch. J. Sahle,a Ch. Henriquet,a A. Al-Zein,a,c K. Martel,a L. Simonelli,a,d R. Verbeni,a H. Gonzalez,a M.-C. Lagier,a C. Ponchut,a M. Moretti Sala,a M. Krischa and G. Monacoa,e

aESRF – The European Synchrotron, CS40220, 38043 Grenoble Cedex 9, France, bDepartment of Physics, PO Box 64, University of Helsinki, 00014 Helsinki, Finland, cDepartment of Physics, Faculty of Science, Beirut Arab University, Beirut 11072809, Lebanon, dALBA Synchrotron Light Facility, Carrer de la Llum 2-26, 08290 Cerdanyola del Vallés, Barcelona, Spain, and eDipartimento di Fisica, Università di Trento, via Sommarive 14, 38123 Povo (TN), Italy. *Correspondence e-mail: simo.huotari@helsinki.fi

An end-station for X-ray Raman scattering spectroscopy at beamline ID20 of the European Synchrotron Radiation Facility is described. This end-station is dedicated to the study of shallow core electronic excitations using non-resonant inelastic X-ray scattering. The spectrometer has 72 spherically bent analyzer crystals arranged in six modular groups of 12 analyzer crystals each for a combined maximum flexibility and large solid angle of detection. Each of the six analyzer modules houses one pixelated area detector allowing for X-ray Raman scattering based imaging and efficient separation of the desired signal from the sample and spurious scattering from the often used complicated sample environments. This new end-station provides an unprecedented instrument for X-ray Raman scattering, which is a spectroscopic tool of great interest for the study of low-energy X-ray absorption spectra in materials under in situ conditions, such as in operando batteries and fuel cells, in situ catalytic reactions, and extreme pressure and temperature conditions.

1. Introduction

X-ray Raman scattering (XRS) spectroscopy is a versatile tool for studying shallow X-ray absorption edges using hard X-rays. It has proven an invaluable technique for the study of electronic excitations in a variety of sample systems such as crystals (Mattila et al., 2005; Sternemann et al., 2008; Pylkkanen et al., 2010; Huotari et al., 2012; Nyrow et al., 2014a,b; Tse et al., 2014; Pascal et al., 2014; Galambosi et al., 2006; Conrad et al., 2009; Moretti Sala et al., 2014), liquids (Wernet et al., 2004; Pylkkänen et al., 2011; Sahle et al., 2013, 2016a; Juurinen et al., 2013, 2014; Niskanen et al., 2015) and gases (Sakko et al., 2011; Inkinen et al., 2013; Zhu et al., 2011). The inherent properties of hard X-rays used for this technique render XRS perfectly suitable for the study of soft X-ray absorption spectroscopy (XAS) or the corresponding counterpart of electron-energy-loss spectroscopy (EELS), often named energy-loss near-edge structure (Egerton, 2011) (ELNES), spectra from complex sample environments that prohibit other probes such as soft X-rays or electrons. XRS provides a truly bulk-sensitive probe for samples inside, for example, in situ catalytic reactors, in operando electrochemical cells, and high-pressure diamond anvil cells. Over the past decades, XRS has been applied to solve geoscientific questions by studying shallow core edges under extreme
pressure and temperature conditions (Sahle et al., 2013; Mao et al., 2003; Lee et al., 2008; Rueff & Shukla, 2010; Tse et al., 2011; Shieh et al., 2013; Ding et al., 2014), follow chemical reactions in situ (Sahle et al., 2016a; Miedema et al., 2012; Inkinen et al., 2015) and study liquid samples under well defined thermodynamic conditions (Pylkkanen et al., 2011; Juurinen et al., 2013, 2014; Niskanen et al., 2015; Sahle et al., 2016b). It can even be used as a contrast mechanism for three-dimensional imaging (Huotari et al., 2011; Sahle et al., 2017a,b). Besides true bulk sensitivity, scattering of a hard X-ray photon by an electron can lead to a significant amount of exchanged momentum. This can be exploited to study the full electronic structure of materials beyond the dipole limit (Mattila et al., 2005; Krisch et al., 1997; Soininen et al., 2005). Furthermore, the non-resonant nature of the XRS process renders the signal independent of the de-excitation channel, which leads to negligible self-absorption effects and a more reliable spectral shape in XRS than in the complementary soft- or tender-XAS techniques. Using XRS, both the XANES and the EXAFS (Huotari et al., 2012; Bergmann et al., 2007; Hiraoka et al., 2013, 2016) regions are accessible.

An obvious drawback of XRS is the orders-of-magnitude weaker scattering cross section in comparison with the probability for photoelectric absorption. This can be compensated for by using light sources with a very high brilliance and efficient signal collection. This has been the design target of high-efficiency XRS end-stations around the world (see, for example, Sokaras et al., 2012; Verbeni et al., 2009; Fister et al., 2006; Cai et al., 2003) and it has also been the guiding motive for the design of the spectrometer presented here.

In this article, we present the new XRS end-station currently installed and commissioned at the inelastic X-ray scattering beamline ID20 of the European Synchrotron Radiation Facility (ESRF, Grenoble, France). First, we briefly introduce the theoretical background necessary for XRS in §2, then we will give a detailed description of this new large-solid-angle spectrometer and provide its key characteristics in §3. We will further describe in brief the data analysis (§4), show some representative data taken with the end-station (§5), and provide conclusions and an outlook in §6.

2. Theoretical background

The measured signal in XRS, and in non-resonant inelastic X-ray scattering (IXS) in general, is proportional to the double differential cross section (Schülke, 2007),

\[
\frac{d^2\sigma}{d\Omega d\omega} = \left(\frac{d\sigma}{d\Omega}\right)_\text{th} S(\mathbf{q}, \omega),
\]

which consists of the Thomson scattering cross section,

\[
\left(\frac{d\sigma}{d\Omega}\right)_\text{th} = r_0^2 \left(\frac{\omega}{\omega_i}\right) (\hat{\mathbf{e}}_i \cdot \hat{\mathbf{e}}_s),
\]

multiplied by the dynamic structure factor

\[
S(\mathbf{q}, \omega) = \sum_{i,f} |t[i\mathbf{q} \cdot \mathbf{r}][i]|^2 \delta(E_i - E_f + \omega).
\]

Here, \(\omega_i\) is the energy transferred to the sample, \(\omega_f\) is the energy of the incident photons, \(r_0\) is the radius of the scattered photons, \(E_i\) is the classical electron radius, and \(\hat{\mathbf{e}}_i\) (\(\hat{\mathbf{e}}_s\)) is the polarization vector of the incident (scattered) photons. Further, \(|i\rangle\) is the electron initial state (typically a shallow or low-energy core level) weighted by its probability \(p_i\) and the summation is over all possible final states \(|f\rangle\). The dynamic structure factor is the physical quantity that contains all information obtainable from the sample via non-resonant inelastic X-ray scattering. A few curious facts can be drawn from the above formalism. First of all, in the limit of small momentum transfer \(|\mathbf{q}|\), the operator can be expanded as \(\exp(i\mathbf{q} \cdot \mathbf{r}) \approx 1 + i\mathbf{q} \cdot \mathbf{r} - (\mathbf{q} \cdot \mathbf{r})^2/2 + \ldots\). The second term is a dipolar operator and dominates in the limit \(|\mathbf{q}|r < 1\). It has been shown by Mizuno & Ohmura (1967) that in this limit the dynamic structure factor is directly related to the photoabsorption spectrum. However, interesting phenomena can occur since the transferred momentum can reach large values in comparison with the radial extent of the wavefunction \(|i\rangle\). Then, the higher-order, i.e. non-dipolar, terms in the Taylor expansion can become dominant. For instance, transitions from an s-type symmetry initial state to s-type final states become allowed. This has been used in the investigations of dipole-forbidden excitons in the K-edges of elements (Hämäläinen et al., 2002) as well as in the studies of pre-resonances of rare-earth ions (Gordon et al., 2007; Huotari et al., 2015). This \(q\)-dependence can be exploited to measure natural linear dichroism in cubic systems (Gordon et al., 2009).

Other experimental results demonstrate the high potential of XRS as a bulk-sensitive technique for the characterization of the electronic properties of actinide materials by studying the 5d–5f electric multipole transitions at high momentum transfer (Caciuffo et al., 2010). A highly interesting use of XRS is furthermore the study of low-energy core-electron excitation spectra in complex environments (high-pressure diamond anvil cells, in situ chemical reaction cells, etc.) in which soft-XAS or EELS studies are not possible due to the highly absorbing sample containers (Sahle et al., 2013; Lee et al., 2008).

3. Spectrometer

The large-solid-angle XRS spectrometer has been constructed and commissioned as one of two spectrometers on port ID20 within the framework of the ESRF Upgrade Phase I. The new beamline and the spectrometer are an upgrade to one of the two branches of the inelastic scattering beamline previously located on port ID16 (Verbeni et al., 2009).

ESRF operates a 6 GeV storage ring with a maximum ring current of 200 mA. The straight section for ID20 contains one 26 mm-period and three revolver undulators that are switchable between 32 mm and 26 mm periods. The optics that prepare the incident beam are the same as for the second spectrometer on ID20, which is dedicated to high-resolution
inelastic X-ray scattering and which will be described elsewhere (Moretti Sala et al., 2017). The incident-photon beam is collimated in the vertical plane by a white-beam mirror, which also serves as a heat-load filter for a liquid-nitrogen-cooled double-crystal Si(111) pre-monochromator. The pre-monochromator can work alone as a fixed-exit monochromator or be coupled with a post-monochromator to form a fixed-exit ensemble. Various post-monochromator options are available, e.g. a Si(311) channel-cut, or four-bounce Si(nnn) \((n = 3, 4, 5)\) or Si(nnl) \((n = 4, 6, 8)\) post-monochromators. Also, a back-scattering Si(nnn) channel-cut monochromator is available for highly specialized ultra-high-energy-resolution applications. Downstream, a toroidal mirror focuses on a secondary source at a distance of 53 m from the source and 13.7 m from the sample position. This secondary source is refocused by a Kirkpatrick–Baez (KB) mirror ensemble to a \(8 \mu m \times 16 \mu m\) spot size \((V \times H)\) at the sample position. The working distances of the KB mirror pair are 1.0 m and 0.5 m. Typical photon fluxes at the sample position without post-monochromator are \(4 \times 10^{12}, 7 \times 10^{12}\) and \(5 \times 10^{13}\) photons s\(^{-1}\) at 6.5 keV, 9.7 keV and 12.9 keV, respectively. With a Si(311) channel-cut, these numbers are reduced by a factor of seven. For details on the energy resolution, see subsequent subsections.

The spectrometer is optimized for non-resonant IXS experiments with an energy resolution of \(\sim 0.3–2.0\) eV, and covers a large solid angle for the collection of the scattered radiation. The leading goal was to place a large number of analyzer crystals in positions corresponding to well defined momentum transfers \(q\). These values of \(q\) are tunable to match the requirements of the sample environment and the scientific problem at hand.

Since XRS is a non-resonant IXS process, the exact values of incident and scattered photon energies \((\omega_1\) and \(\omega_2)\) are less relevant, and the measured quantity depends only on the energy transfer \(\omega = \omega_1 - \omega_2\). Therefore, a certain freedom exists for the choice of the incident energy. Depending on the exact setup, most XRS spectrometers use incident photon energies between 5 and 20 keV. The design of non-resonant IXS spectrometers can be made simpler than those made for resonant IXS, since \(\omega_2\) can be kept fixed and only \(\omega_1\) is scanned.

The entire spectrometer, shown in Fig. 1, is mounted on a massive granite support, which also holds the KB mirror assembly. The spectrometer is based on Johann-type analyzer crystals. The analyzers are attached to motorized modular units, three of which operate in the horizontal scattering plane, and three units in the vertical scattering plane. Each unit contains 12 spherically bent Si(nnl) crystals of 100 mm diameter (three rows of four analyzers each) with a bending radius of 1.0 m, for a total of 72 crystals. Each analyzer goniometer is equipped with three motorized movements \((\Theta, \chi\) and a translation along the incident beam direction, \(tx)\). The analyzers are cut to 80 mm active diameter in one direction in order to minimize strain due to angular compression (see following section) and in order to maximize the solid-angle of collection while keeping a compact form for the analyzer array. A schematic drawing of a single analyzer unit is shown in Fig. 2(a). Fig. 2(b) shows a single analyzer mount with its two rotational and one translational degrees of freedom. Each module is equipped with a lightweight composite carbon fiber vacuum chamber, which is operated in a rough vacuum of approximately 1 mbar in order to minimize absorption and parasitic scattering from air. At the exit of the vacuum chambers, a single-chip Maxipix (Ponchut et al., 2011) detector head implementing a Timepix readout chip (Llopart et al., 2007) is mounted as close as possible to the sample position in order to allow the spectrometer to operate in a near-back-scattering geometry.
The naming convention for the six analyzer units are vertical down (VD), vertical up (VU), horizontal left (HL) and horizontal right (HR) modules in the forward direction, and vertical back (VB) and horizontal back (HB) modules for the backscattering ones. However, for the selection of the required momentum transfer range, the scattering angles of all modules can be adjusted individually and a variety of configurations is possible; a typical analyzer unit arrangement in a transmission measurement using, for example, a liquid jet or liquid flow could have four units (two horizontal, two vertical) at scattering angles in the forward direction (for example, centered around $2\Theta = 35^\circ$) and two units in the reflection geometry at large scattering angles (one horizontal and one vertical unit at $2\Theta = 122^\circ$). This allows collecting data at low values of $q$ (for Si660 analyzer reflection, $q_{\text{min}} \approx 1.5$ Å$^{-1}$) and high values of $q$ (for Si660 reflection, $q_{\text{max}} \approx 9.5$ Å$^{-1}$) simultaneously while maximizing the collected solid angle at both $q$ values.

### 3.1. Energy resolution

The main contributions to the overall energy resolution arise from the incident beam bandwidth, the analyzer crystal bandpass and the so-called off-Rowland contribution. In the following, we will briefly describe the origin for the contributions related to the spectrometer.

Most geometrical factors to the energy resolution scale as $\cot \Theta_B$, where $\Theta_B$ is the Bragg angle of the analyzer reflection, and it is therefore beneficial to design the instrument such that $\Theta_B$ is as close to $90^\circ$ as possible. However, the fact that all analyzer crystals are to be illuminated by the inelastically scattered radiation from the sample and because of space constraints for extended sample environments, $\Theta_B$ is necessarily smaller than $90^\circ$. In particular, the Bragg angles for the three rows of analyzers within one analyzer module will differ slightly. For example, for the most commonly used configuration with a free sample-to-detector distance of $140$ mm, the Bragg angle values for the three rows of analyzer crystals are $87.8^\circ$, $88.3^\circ$ and $88.9^\circ$ (assuming an arrangement of the analyzer foci on the detector active area that results in as similar Bragg angles for all analyzers as possible). For a distance of $75$ mm between the detector active surface and the sample, the Bragg angles are increased to $88.5^\circ$, $88.7^\circ$ and $88.9^\circ$, respectively, resulting in a slightly improved overall energy resolution.

#### 3.1.1. Analyzer resolution function

The spectral broadening due to the elastic deformation of a bent analyzer crystal is discussed in detail elsewhere (Verbeni et al., 2005; Honkanen et al., 2014a). The currently used analyzer crystals are based on $300$ μm-thick anodically bonded Si wafers that are not stress relief cut (so-called bent-dicing). Such stress relief cuts have been shown to decrease the contribution of so-called angular compression (Honkanen et al., 2014a,b), which is currently the main contribution to the crystal analyzer energy resolution. Complete elimination of this angular compression would lead to an energy resolution of the analyzer crystals as described by the theory of Takagi and Taupin (Takagi, 1962; Taupin, 1964). Relief cuts to minimize the contribution to the energy resolution by this angular compression can be implemented in the future. Strain-induced contributions to the energy resolution can furthermore be reduced by using apertures in front of the analyzers (i.e. masks) and thus reducing the illuminated crystal area, i.e. reducing the solid angle of detection. At present, available choices for mask apertures are circular masks with diameters of $40$ mm, $60$ mm and $80$ mm. Calculated contributions to the energy resolution induced by the strain in the analyzer crystal are summarized for different analyzer apertures in Table 1.

#### 3.1.2. Off-Rowland contribution

Since the spectrometer should operate at analyzer Bragg angles as close to $90^\circ$ as possible and, at the same time, it is necessary to reserve a certain amount of space for the sample environment, the

---

**Table 1**

<table>
<thead>
<tr>
<th>Reflection</th>
<th>Energy (keV)</th>
<th>40 mm</th>
<th>60 mm</th>
<th>80 mm</th>
<th>No mask</th>
</tr>
</thead>
<tbody>
<tr>
<td>Si(4,4,0)</td>
<td>6.46</td>
<td>0.1</td>
<td>0.3</td>
<td>0.5</td>
<td>0.7</td>
</tr>
<tr>
<td>Si(6,6,0)</td>
<td>9.69</td>
<td>0.3</td>
<td>0.5</td>
<td>0.7</td>
<td>1.0</td>
</tr>
<tr>
<td>Si(8,8,0)</td>
<td>12.92</td>
<td>0.8</td>
<td>1.0</td>
<td>1.2</td>
<td>1.5</td>
</tr>
<tr>
<td>Si(10,10,0)</td>
<td>16.15</td>
<td>1.5</td>
<td>1.6</td>
<td>1.8</td>
<td>2.0</td>
</tr>
</tbody>
</table>
detector is placed inside the Rowland circle by a distance of \(2\zeta\). In order to maintain the foci of the analyzer crystals on the detector, the analyzers are moved away from the sample correspondingly by a distance \(\zeta\). This causes the Bragg angles to vary across the analyzer and thus generates a dispersion given approximately by

\[
\frac{\Delta E}{E} = \frac{zD}{R^2} \cot \Theta_B, \quad (4)
\]

Here, \(D\) is the size of the analyzer crystal in the dispersive direction (80 mm in the current case). This dispersion is called the off-Rowland contribution to the resolution function and it may become an important limiting factor in the total resolving power. To minimize the off-Rowland contribution, the relative offset \(z/R\) and the individual analyzer opening \(D/R\) should be minimized and \(\Theta_B\) kept as close to 90° as possible. However, the simultaneous requirements of a sufficient space for sample environments and a high energy resolution may become mutually excluding and certain compromises are necessary.

At present, there are two choices of sample-to-detector distances to adopt for different sample environments and requirements for energy resolution. The different choices are realised by two different detector housings (see next section) leading to sample-to-detector distances of \(2\zeta = 75\) mm and \(2\zeta = 140\) mm. The off-Rowland contributions of these different choices are summarized in Table 2.

3.1.3. Energy resolution of the incident X-rays. The monochromator configurations available are a cryogenically cooled Si(111) pre-monochromator only or a combination of this pre-monochromator with a variety of post-monochromators that were described earlier in this article. With the utilized spherically bent analyzers crystals, the Si(311) channel-cut monochromator matches the spectrometer resolution best so it is the most commonly used option for a post-monochromator. Contributions to the overall energy resolution due to the incident bandwidth are summarized for the two most useful monochromator configurations [Si(111) pre-monochromator, and Si(111) pre-monochromator augmented by a Si(311) channel-cut monochromator] in Table 3.

3.1.4. Overall energy resolution. Tables 4 and 5 report the overall measured energy resolution based on the full width at half-maximum (FWHM) of quasi-elastic lines measured off a thin polymer foil for the most commonly used monochromator and spectrometer settings.

To further increase the overall resolving power of the spectrometer while conserving the large solid angle, one can take advantage of the fact that the dispersion across a spherically bent crystal analyzer can be compensated for using an off-focus geometry as was shown recently by Honkanen et al. (2014b). In comparison with Honkanen et al., however, the off-focus condition with the XRS spectrometer described here is achieved by displacing the analyzer crystals along the scattered beam direction (as opposed to displacing the area detector). Obviously, the off-focus geometry comes along with a loss of spatial resolution of the spectrometer and is thus not suitable for samples contained in highly complex sample environments.
environments. Fig. 3 shows the measured FWHM of resolution functions for different off-focusing geometries using the Si(660) reflection at 9.7 keV. The compensation was achieved by a pixel-by-pixel analysis of the intensities recorded for each individual analyzer crystal for an overall improvement of the resolving power of almost a factor of two.

3.2. Detector housing and collimator

Due to the small scattering cross section for non-resonant XRS, attention has to be paid to minimize the background due to stray scattering. The main sources of background noise are spurious scattering from the sample environment and/or air in the direct and scattered beam path. As mentioned earlier, each of the six modules of analyzer crystals is housed in a lightweight composite carbon fiber chamber operated in vacuum. In addition, the scattered radiation from the sample is collimated individually for each of the analyzer crystals using 10 mm-long collimating aluminium apertures at the entrance of the analyzer modules (coined noses). The design of these combined collimating entrance windows and detector assembly is depicted in Fig. 4. The use of this individual collimation scheme increases the signal-to-noise ratio significantly.

3.3. Sample goniometer and sample environments

The sample goniometer is a modular tower with six degrees of freedom for sample orientation. The order of the motors from bottom to top is $R_z (\Theta), R_x (\Psi), R_y (\Phi), x, y, z$. The distance from the surface of the support to the center of rotation is 220 mm providing ample space for various sample environments.

A standard low-vacuum sample chamber (~1 mbar) is available for small samples, such as single crystals and powders, and samples contained in small containers, such as capillaries. A He exchange-gas cryostat to reach temperatures down to approximately 4 K is also available (van der Linden et al., 2016). Inside the cryostat, the samples are enclosed in a Be dome allowing for a large solid angle of collection. High-pressure conditions can be reached with two dedicated panoramic diamond anvil cells available via the ESRF’s Sample Environment Support Service. Several other sample environments, such as a high-temperature furnace or hot air blower ($T$ up to 1000 K), or a cryostream blower ($T$ down to 100 K), are also accessible via the same service. Soft matter samples often suffer from radiation damage due to the high brilliance of the beamline. To study liquid samples under well defined thermodynamic conditions while simultaneously preventing damage due to exposure to radiation, we developed a compact liquid flow cell (Sahle et al., 2015a, 2016b). Fig. 5 shows how the He exchange-gas cryostat with a Be dome and a panoramic diamond anvil cell are typically mounted on the sample support. The dome allows for collection of data by all spectrometer modules, but the diamond anvil cell geometry restricts the useful modules to the vertical scattering plane.

4. Data analysis and typical detector image

The data collected by the Maxipix detectors are saved as binary files, and each file contains a composite image of all six detectors tiled in a $3 \times 2$ manner. X-rays reflected by each analyzer crystal are focused onto individual spots on the area...
detector (12 per detector). For a point source, the size of the foci on the detector is of the order of a single detector pixel (55 $\mu$m $\times$ 55 $\mu$m). Fig. 6 shows three examples of typical detector images from extended sources (see below for details). Examples for possible choices of regions of interest (ROIs) are shown as red dashed rectangles in the images. It is possible, before an image acquisition, to define these ROIs in the control software spec (spec, a software for instrument control and data acquisition; Certified Scientific Software, Cambridge, MA, USA, http://www.certif.com), after which the number of counted photons within that ROI appear in a corresponding counter and are saved in the datafile. However, in many cases the images contain much more information and often the analysis can be significantly improved by processing the saved images. For this purpose, a Python-based open source software (XRStools) has been developed and is described in detail elsewhere (Sahle et al., 2015b). The software allows for selection of ROIs in various ways: automatically based on a script for image analysis or the user can define the ROIs manually (rectangular, linear or polygon ROIs). XRStools then integrates over the ROIs and yields final spectra that are normalized to the intensity monitor and averaged over repeated measurements. The results can be saved in an ASCII data file or can be processed further using XRStools.

4.1. Focusing property: direct space imaging

One of the powerful features of the presented XRS spectrometer is its ability to capture real-space information based on the so-called direct tomography technique [see Huotari et al. (2011) for details]. This greatly facilitates XRS measurements in complex sample environments, since scattering from the environment can be efficiently removed by selecting ROIs such that they contain only detector pixels that record scattering from the sample. This has led to a considerable improvement of the data quality of experiments utilizing, for example, diamond anvil pressure cells or chemical reactor cells, as well as containers of any kind. Moreover, the technique can reveal spatial information in naturally heterogeneous samples using XRS as contrast for the according image (Huotari et al., 2011).

Several typical detector images are depicted in Fig. 6, namely (a) an image of a sample contained inside a diamond anvil cell, (b) an image from a small diamond sample, and (c) a gas-phase sample (>15 mm beam path) contained inside a quartz-glass capillary. The small red dashed rectangles on the detector images illustrate possible ROIs for the respective samples. All images from Fig. 6 were taken with the VU module, recording scattering at approximately 90° scattering angle in the vertical scattering plane. Small schematic drawings below the detector images are intended to describe the used geometries.

5. Performance

As the new spectrometer is an upgrade of the previous XRS spectrometer at beamline ID16 of the ESRF (Verbene et al., 2009), obviously one should directly compare data from the old and new spectrometer. Such a comparison is shown for a spectrum of pure water in Fig. 7. At ID16, the spectrum was measured from a free-flowing liquid water column and scattering was recorded by nine spherically bent Si(660) analyzer crystals at a mean scattering angle of 36° in the horizontal plane. For the data collection with the new spectrometer at ID20, we utilized the miniature liquid-flow cell mentioned earlier and 48 Si(660) analyzer crystals in forward-scattering geometry. The arrangement of the analyzer chambers was with mean scattering angles at 35° for the VD, VU, HR and HL chambers. The recorded intensities are presented in counts s$^{-1}$ to grant direct comparison; however, the data from ID16 were collected for 120 min whereas the data taken with the new spectrometer were collected within 5 min.

Figs. 8 and 9 show two further examples of data taken with the new spectrometer. In Fig. 8 we show spectra of liquid acetic acid, a simple carboxylic acid, measured over a broad energy-loss regime to cover the characteristic valence electron excitation regime as well as the carbon and oxygen K-edges.

---

**Figure 5**

(a) Panoramic diamond anvil cell and (b) He exchange-gas cryostat mounted on the sample support, with noses of 2z = 140 mm.

**Figure 6**

Typical detector images from the VU module for different samples. (a) Scattering from a sample contained inside a diamond anvil cell, (b) a diamond sample and (c) scattering from a gas-phase sample contained inside a long quartz-glass capillary. The red dashed rectangles in the zoomed-in sections (top row) indicate possible choices for ROIs for the respective samples.
The data are shown as raw data averaged over low \( q = 3.8 \pm 0.6 \text{ Å}^{-1} \), intermediate \( q = 6.8 \pm 0.5 \text{ Å}^{-1} \) and high \( q = 9.0 \pm 0.5 \text{ Å}^{-1} \) momentum transfers. For these averages we used individual signals from 36 (low \( q \)), 12 (intermediate \( q \)) and 24 (high \( q \)) Si(660) crystal analyzers, respectively. The overall measurement duration for the shown data was 100 min, where most of the time was spent scanning the carbon and oxygen near-edge regions. The inset of the figure presents a closer view of the oxygen \( K \)-edge showing the excellent statistical accuracy of the data.

In Fig. 9(a) we show raw data from a highly oriented pyrolytic graphite (HOPG) sample. The sample was oriented such that the momentum transfer in the vertical scattering plane is parallel to the sample’s \( ab \) plane. The data shown are averages over each of the analyzer modules, i.e. averages over scattering signals from 12 analyzer crystals. The error bars for the respective plots are of the order of the line width.

6. Conclusions and outlook
We have presented a new experimental end-station for X-ray Raman scattering spectroscopy at port ID20 of the ESRF. The design of this new spectrometer was optimized to maximize the covered solid angle of detection while retaining a...
maximum amount of flexibility to account for complicated sample environments. We described the key characteristics of the spectrometer and depicted the use of pixelated area detectors that immensely facilitate the data analysis for experiments involving the mentioned complicated sample environments.

Future developments may include the optimization of the energy resolution while retaining the imaging capabilities of the analyzer crystals, extending the used range of primary energies to larger values, and the development of new sample environments to facilitate, for example, the in situ study of energy materials and catalytic reactions.

Acknowledgements

We kindly thank the ESRF for financing the UPBL6 project as part of the ESRF Upgrade Phase I. We kindly acknowledge M. A. Schroer, P. Degen and C. Sternemann for making part of the ESRF Upgrade Phase I. We kindly acknowledge

M. A. Schroer, P. Degen and C. Sternemann for making part of the ESRF Upgrade Phase I. We kindly acknowledge

References


I. J. Synchrotron Rad. 20, 266–271.


