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Objective To evaluate the e�cacy and safety of a biodeg- degradation time of the SR-PLA stent was 6 months;
spiral fragments were found in the prostatic urethraradable self-reinforced poly-dl -lactic acid (SR-PLA)

spiral stent compared with a suprapubic catheter after or the urinary bladder in 20 of the patients on
cystoscopy. Improvements in patient-weighted symp-visual laser ablation of the prostate (VLAP) in a

randomized study. tom score, mean Q
max

and PVR were signi®cant in
both groups at the 6 month follow-up. The infectionPatients and methodsThe study comprised 45 patients

(mean age 67.6 years, range 52±81) with bladder rate increased with the duration of suprapubic cath-
eterization, from 25% (0±3 days) to 44% (> 3 days).outlet obstruction caused by benign prostatic hyper-

plasia who received either a SR-PLA stent (22 patients) Stones were seen in two stented patients during the
follow-up.and a suprapubic catheter, or a suprapubic catheter

only (23 patients) after undergoing VLAP. The supra- Conclusion The SR-PLA spiral stent is safe and e�ective
for the treatment of post-operative urinary retentionpubic catheter was removed when voiding started.

The response to VLAP and the e�ect of the stent or after laser therapy. The degradation time of the stent
was unnecessarily long compared with the durationcatheter were assessed using symptom scores, peak

¯ow rate (Q
max

), post-void residual volume (PVR), of prostatic swelling and tissue sloughing after laser
therapy. The infection rate depends on the durationstent degradation, infection and outcome.

Results Voiding started on the ®rst or second day after of suprapubic catheterization.
Keywords Biodegradable materials, laser therapy, pros-treatment in 18 (median one day) of 22 patients with

a spiral stent and in eight (median 6 days) of 23 tate, prostatic hyperplasia, stents
patients with only the suprapubic catheter. The mean

gators have reported good results with similar spiralIntroduction
stents for transient or de®nitive therapy of prostatic
obstruction [6,7]. A biodegradable spiral stent madeVisual laser ablation of the prostate (VLAP) has become

an alternative for the treatment of bladder outlet obstruc- from self-reinforced polyglycolic acid (SR-PGA) was
reported to be e�ective in the prevention of the post-tion caused by BPH. The ®rst experimental studies in a

canine model showed the potential of laser-induced operative urinary retention after VLAP by Taljaet al.
[8]. The degradation time of the SR-PGA spiral stent isprostatectomy [1] and the side-®ring laser was ®rst

introduced into clinical use in Australia [2]. Post- 2±4 weeks and longer than the mean duration of
catheterization after VLAP. As the degradation time ofoperative catheterization is required for 4.7±7 days using

a free-beam side-®ring laser ®bre [3,4], managed conven- the SR-PGA stent was considered too short, a new
compound with a longer degradation time was selected.tionally using an indwelling or suprapubic catheter. In

1980, Fabian introduced a urological spiral stent to keep The degradation time can be changed by selecting an
appropriate bioabsorbable material from which to manu-the prostatic lobes from compressing the urethra, thus

allowing spontaneous voiding [5]. Several other investi- facture the stents. A spiral stent made from poly-dl -
lactic acid has a degradation time of more than 3 months
in vitro. A previous experimental study has shown thatAccepted for publication 15 April 1997
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self-reinforced poly-l -lactic acid (SR-PLA) is biocompat-
Patients

ible in the anterior urethra [9].
Thus, the aim of the present study was to evaluate The study comprised 45 patients (mean age 67.6 years,

range 52±81) with bladder outlet obstruction caused bythe e�cacy and safety of the SR-PLA spiral stent com-
pared with the suprapubic catheter in the prevention of BPH; 22 were randomized to receive a spiral stent and

a suprapubic catheter, and 23 a suprapubic catheterurinary retention after VLAP.
only, after VLAP. The mean (range) prostatic weight
was 35 (12±60) g in the stented patients and 40 (17±88)Patients and methods
g in those with a suprapubic catheter only (no signi®cant
di�erence). One patient in the stent group and two

Materials
patients in the suprapubic catheter group had urinary
retention pre-operatively. Patients with malignancy ofPoly-dl -lactide is a copolymer of two stereoisomers of

lactic acid; in the current stent the ratio of thel and d urinary bladder or prostate, chronic bacterial prostatitis,
urethral stricture or previous surgery of prostate, or whostereoisomers is 9654. The spiral stents are manufac-

tured by extrusion and die-drawing with a wire were undergoing therapy with cholinergic, anticholi-
nergic drugs or ®nasteride, were excluded from the study.diameter of 1.1 mm and a draw ratio of 7 [10]. The

con®guration of the spiral resembled that of the stent The peak urinary ¯ow rate (Q
max

) was < 15 mL/s with
a voided volume of > 150 mL. TRUS-guided biopsiesdescribed by Fabian [5]. The spiral was 8 mm in outer

diameter and the prostatic portion was 45 mm long were obtained if the PSA level was> 4.0 ng/mL or if
the DRE or TRUS revealed any abnormality.(Fig. 1). The spirals were sterilized by gamma

irradiation. The spiral tends to straighten but maintain
its con®guration so that the outer diameter increased

Procedure
by about half during incubation for 14 days in
phosphate-bu�er solution (pH 6.1) at 37ßC in vitro. The The bladder was ®lled with saline during cystoscopy and

a 12 F suprapubic balloon catheter inserted. VLAP wasmaterial is biocompatible andin vitro it degrades into
lactic acid, mainly by hydrolysis [11]. Some enzymesin then performed with a free-beam side-®ring tip (SideFiber

1800@, Ceramoptec GmbH or Urolase@, CR Bard, Inc)vivo, as well as elevated temperaturein vitro, accelerate
the degradation, the end-products of which are water cooled by continuous irrigation with 37ßC saline.

Standard neodymium5YAG generators were used toand carbon dioxide [12]. The mechanical properties
and the degradation time depend on the degree of provide the photothermal energy at a power setting of

40±50 W in continuous-wave mode. The laser waspolymerization, the internal arrangement of the mate-
rial components, the site of implantation and the shape applied for 90 s for the lateral lobes and 45 s for the

median lobe. Laser energy was delivered to the lateralof the implant.
lobes in four quadrants circumferentially at the 2, 4, 8
and 10 o'clock positions, in two planes when the pros-
tatic urethra was longer than 2.5 cm. In addition, extra
®ring points were used to totally bleach the surface of
the lateral lobes. After removing the laser ®bre, a 3±5 F
ureteric catheter was inserted through the cystoscope
into the bladder and the cystoscope removed. Using the
tip of the cystoscope, a SR-PLA spiral stent was inserted
into the prostatic urethra along the ureteric catheter.
The correct location of the stent was veri®ed endoscop-
ically. The patient was allowed to void immediately if
possible and the suprapubic catheter was removed when
the patient was able to void freely. All patients were
given cipro¯oxacillin 200 mg intravenously or 500 mg
by mouth peri-operatively, except one patient in the
spiral stent group who was given cefuroxim 1.5 g.
Two patients from each group had no antibiotic
peri-operatively. The antibiotic treatment continued as
prophylaxis, using various antibiotics, for 2 weeks in allFig. 1. The self-reinforced poly-dl -lactic (SR-PLA) spiral stent. The
patients. The criterion for urinary tract infection wasspiral is 8 mm in diameter and the prostatic part is 45 mm long.

The diameter of the original wire is 1.1 mm. de®ned as 105 c.f.u. in culture.
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The follow-up assessment consisted of uro¯owmetry,
ultrasonographic estimation of post-void residual volume
(PVR), the analysis of serum creatinine and c-reactive
protein, urine culture, a patient-weighted symptom score
questionnaire (DAN-PSS-1, including sexual scoring
[13]) and cysto-urethroscopy. The symptom score was
used as it includes a bother score in addition to the
symptom score and is therefore considered to provide a
more reliable estimate of symptoms than do other scoring
systems [13]. The assessments were performed before
and at 4 weeks, 3 and 6 months after VLAP; at 6
months, TRUS was also performed.

The paired t-test was used to evaluate di�erences
between the assessments and the chi-square test used to
evaluate di�erences in the start of voiding and the
infection rates. A P value < 0.05 was considered to
indicate statistically signi®cant di�erences.

Results

All the patients completed the 6-month follow-up. The
mean dose of the laser energy used was 1032 J/mL
(range 570±2670). Eighteen patients with a spiral stent
voided freely on the ®rst or second post-operative day
(median 1 day, range 0±10), compared with eight of
those with a suprapubic catheter (median 6 days, range
1±13; P< 0.001). The suprapubic catheter was removed
after a median of 2.5 days (range 1±29) in the spiral
stent group and 12 days (range 2±51) in the suprapubic
catheter group. Voiding was delayed in one patient in
the spiral stent group for 5 days post-operatively, until
a blood clot passed with the urine. No transfusions were
required in any of the patients.

Endoscopically, the stents were intact and in the
correct position at the 1 month follow-up; after 3 months
the stents were partially degraded in all patients and
fragments of the stent were still in the prostatic urethra
or urinary bladder in 20 patients at the 6 month follow-
up. Stones had formed in two patients in the spiral stent

a

b
group at 6 months; the ®rst patient had an asymptomatic

Fig. 2. a, Large circular fragments andb, small, curved fragmentsstone in the urinary bladder, whereas the second patient
of the SR-PLA spiral stent in the urinary bladder at the 6-monthhad irritative symptoms from a stone in the prostatic
follow-up.urethra and ®ve stones in the urinary bladder. These

patients had no evidence of remnants of the spiral stent.
On fragmentation, the spiral stent initially tended to highly signi®cant at 1, 3 (P< 0.001) and 6 months

(P< 0.01), and in the suprapubic catheter group it wasbreak in the straight part between the distal ring and
prostatic part of the stent. The prostatic part then broke not signi®cant at 1 month, but signi®cant at 3 and 6

months (both P< 0.001; Table 1). The mean PVRinto large circular fragments (Fig. 2a) and ®nally, these
circular fragments broke into smaller curved pieces decreased from 132 mL to 45 mL (P< 0.05) in the spiral

stent group and from 139 mL to 40 mL (P< 0.001) at2±4 mm long (Fig. 2b). The stent fragments migrated
into the urinary bladder or were voided with urine. 6 months. The patient-weighted prostatic symptom score

decreased signi®cantly at 6 months (P< 0.001) in bothFragments were not removed during cystoscopy at the
follow-up examinations. groups. There were no signi®cant changes in the sexual

symptom scores. There were no signi®cant di�erencesIn the spiral stent group, the change in Q
max

was
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Table 1 Mean values and ranges of peak
urinary ¯ow rate (Qmax) and symptom
score during follow-up

Follow-up (months)

Mean (range) Pre-operative 1 3 6

Qmax(mL/s)
Spiral stent 6.9 (2.0±13.6) 15.4 (5.7±34.5)² 14.5 (6.6±24.8)² 15.2 (4.2±40.6)²
Suprapubic 7.5 (3.2±14.7) 11.1 (2.2±48.8) 14.6 (5.6±26.7)² 16.4 (4.9±38.0)²

Symptom score
Spiral stent 27.0 (0±50) 17.1 (0±53) 12.8 (0±34)* 9.1 (0±78)²
Suprapubic 22.1 (4±55) 13.3 (0±47) 10.6 (0±28) 4.4 (0±16)²

*P< 0.01, ² P< 0.005; comparison with the pre-operative value of the same treatment
group. Di�erences between the groups at the various times were not statistically signi®cant.

between the groups for Q
max

, PVR or symptom scores stent is so rigid that it cannot be closed by compression
of the prostatic side lobes. The short length of the spiralduring the follow-up.

A UTI was detected in nine of 22 patients in the spiral stent may be the most important reason for delayed
voiding. The spiral shortens when it dilates, by aboutstent group and in eight of 23 in the suprapubic catheter

group during the follow-up. For all patients, a UTI 40% of its original length (the length of the undilated
spiral was 45 mm); currently, longer stents are rec-occurred in nine patients in more than two assessments

and in ®ve patients in only one assessment during the ommended. It is also probable that sloughing tissue and
occasional haemorrhage from prostatic lobes tend tofollow-up. When infections were categorized according

to the duration of suprapubic catheterization, the infec- obstruct the spiral stent, causing a delay in the start of
voiding. None of the spiral stents migrated in the presenttion rate was three of 20 in the those catheterized for

0±3 days and 14 of 25 in those catheterized for> 3 days study; the expansion of about 50% in diameter secures
it in about 2 weeks. There was no need to remove the(P= 0.002).
device in any patient; polymer fragments, if left in the
bladder, degraded completely within 6±8 months.Discussion
Encrustation and stone formation occur frequently on
metallic stents [16,17], but the incidence of these wasAlthough VLAP o�ers some advantages over TURP, it

induces high temperatures in prostatic tissue, causing low in the present study; two patients formed stones
where stent fragments were no longer present. Infectionacute tissue swelling and producing urinary retention in

most patients. It is conventionally managed using an can induce urinary stone formation and it may accelerate
degradation of the spiral stent by increasing the pH ofindwelling or suprapubic catheter; the mean duration of

catheterization is 4±7 days [3,4,14]. Such prolonged the urine.
The laser technique used was similar to that in otherindwelling or suprapubic catheterization after VLAP is

inconvenient for the patient and the catheter provides a VLAP studies, and with a comparable energy dose; the
outcome of the present VLAP agrees with the resultsroute for bacterial colonization of the urinary bladder.

Infection of the necrotic tissue may even lead to reported by others [3,4]. Overall, the decrease in voiding
symptoms was highly signi®cant.prolonged urinary infection. An infection rate of 50%

without antibiotic prophylaxis has been reported [15]. The SR-PLA spiral stent could also be used to prevent
urinary retention in combination with other therapiesThe incidence of post-operative infection was higher in

patients catheterized suprapubically for> 3 days in the that might induce prostatic oedema, e.g. transurethral
microwave therapy, transurethral needle ablation, high-present study, suggesting that infection associated with

VLAP arises by contamination from bacteria migrating intensity focused ultrasound, interstitial laser coagu-
lation of the prostate and cryotherapy. Other indicationsthrough the suprapubic catheter. As the need for supra-

pubic catheterization varies with the patient, and the for the spiral stent might be recurrent bladder neck
stricture, temporary treatment of urinary retention inlaser procedure is easier to perform with continuous

irrigation, the suprapubic catheter could be inserted later patients awaiting surgery, or in the early-phase reso-
lution of BOO in patients waiting for medical therapy toin cases with urinary retention; the infection rate could

thus be reduced. take e�ect.
In conclusion, the SR-PLA is safe and e�ective com-Voiding did not begin immediately after VLAP in 10

of the 22 patients in the spiral stent group, but it was pared with the suprapubic catheter in the treatment
of post-operative urinary retention after VLAP. Theearlier than in the suprapubic catheter group. The spiral
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reinforced polyglycolic acid spiral stent in prevention ofdegradation time of the SR-PLA 96 spiral stent was
postoperative urinary retention after visual laser ablationlonger than the duration of prostatic swelling and tissue
of the prostate-laser prostatectomy.J Urol 1995; 154:sloughing after VLAP and longer than the time needed
2089±92to prevent post-operative urinary retention; however,

9 Kemppainen E, Talja M, RiihelaÈM, Pohjonen T, ToÈrmaÈlaÈP,there was no need to remove the spiral stent. A spiral
Alfthan O. A bioresorbable urethral stent.Urol Res1993;

stent with a shorter degradation time, e.g. a self-
21: 235±8

reinforced polyglycolic acid (degradation time 2±4 10 ToÈrmaÈlaÈ P. Biodegradable self-reinforced composite mate-
weeks) or faster degrading SR-PLA spirals, may be better rials; manufacturing structure and mechanical properties.
for the treatment of urinary retention after VLAP. Clin Mater1992; 10: 29±34
Therefore, further studies are needed to modify the spiral 11 Chu CC. Hydrolytic degradation of polyglycolic acid: tensile

strength and crystallinity study. J Appl Polym Sci1981;stent and to assess the most suitable materials for
26: 1727±34particular demands. New properties, such as radio-

12 Chu CC, Williams DF. The e�ect of gamma irradiation onopacity, modi®cations in con®guration, tailored degra-
the enzymatic degradation of polyglycolic acid absorbabledation sequences, and stents with fast expansion times,
sutures.J Biomed Mater Res1983; 17: 1029±40should be examined. Spiral stents also o�er the possibility

13 Meyho� HH, Hald T, Nordling J, Andersen JT, Bilde T,of the temporary stenting of tubular organs in other
Walter S. A new patient weighted symptom score system

areas of surgery. (DAN-PSS-1). Clinical assessment of indications and out-
comes of transurethral prostatectomy for uncomplicated
benign prostatic hyperplasia.Scand J Urol Nephrol1993;
27: 493±9
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